[Basic principles of the design of motion converters in instruments for the mechanized treatment of bone tissues].
The main tendency in designing mechanized medical instruments is developing systems with automatic fine adjustment and self-regulation. The automated gear adjustment, self-regulating mouthpieces and cutting tools create a flexible automated system with optimal cutting regime. The instruments do not overheat bone tissues which helps to avoid unnecessary traumatization.